VERITY ANALYTICS

SAMPLE: 1 G BUBBLE HASH ROSIN (DONNY BURGER) (CONCENTRATE)

REGULATORY COMPLIANCE TESTING

VERITY ANALYTICS // 8888 MIRAMAR ROAD, SUITE 4 SAN DIEGO CA 92126 // PH: 1-888-420-4201

CERTIFICATE OF ANALYSIS

PRODUCED: JUL 15, 2023

BATCH NO.:

SRC PKG:

MATRIX: CONCENTRATE

CATEGORY: INHALABLE

SAMPLE ID: VAL-230713-057

COLLECTED ON: JUL 13, 2023

RECEIVED ON: JUL 13, 2023

BATCH/SAMPLE SIZE: 1798 UNITS / 13 UNITSS
AMPLED BY: PAUL MOREL

RECEIVED BY: COLE DRAPER

PACKAGE SIZE: 1 G

TOTAL THC:

TOTAL CBD:

CA LICENSE #: C8-0000043-LIC

CANNABINOID OVERVIEW

TOTAL CANNABINOIDS:

SUM OF CANNABINOIDS:

BATCH RESULT: PASS

POTENCY

FOREIGN

METALS

MICROBIAL

VA/SOP-500.01: POTENCY TESTING WITH HPLC-UV // JUL 15, 2023

ANALYTE

CBC
CBD
CBDA
CBDV
CBG
CBGA
CBN

A8-THC

#* TOTAL THC
** TOTAL CBD

AMT AMT LOD/LOQ (mg/g) PASS/FAIL ANALYTE
ND ND 0.1759/0.5838 A A°-THC
ND ND 0.1715/0.5838 /A e/
ND ND 0.1350/0.5838 N/A
ND ND 0.1505/0.5838 N/A .
ND ND 0.1636/0.5838 N/A QP TAL THC
3.4810 % 34.810 mg/g 0.1839/0.5838 N/A TOTAL CBD**
ND ND 0.1507/0.5838 N/A CBD/PKG
)
ND ND 0.1722/0.5838 N/A AS-THC/PKG
TOTAL
THC/PKG**
TOTAL
CBD/PKG**

DELTA-8-THC + (DELTA-8-THCA X 0.877) + DELTA-9-THC + (THCA X 0.877)
CBD + (CBDA X 0.877)

ALL LQC SAMPLES REQUIRED BY SECTION 15730 OF CALIFORNIA CODE OF
REGULATIONS TITLE 4 DIVISION 19 DEPARTMENT OF CANNABIS CONTROL
WERE PERFORMED AND MET THE ACCEPTANCE CRITERIA. THE RESULTS
REPORTED ON THIS CERTIFICATE OF ANALYSIS RELATE ONLY TO THE
SAMPLE ANALYZED.

PASS

PASS

PASS

PASS

AMT

ND

L9175 %

71.8416 %

ND
ND

ND

718.4160

mg

ND

// CLIENT: APOTHECA // BATCH: PASS

819.175

718.416

71.8416 %
0 %
74.8945 %
85.3985 %
MYCOTOXINS PASS
PESTICIDES PASS
SOLVENTS PASS
TERPENES TESTED
AMT LOD/LOQ (mg/g) PASS/FAIL
ND 0.1759/0.5838
0.1584/0.5838
mg/g
mg/g
ND

PASS

RESULTS CERTIFIED BY: PAUL HAMRAH, MS,

PHARMD

LAB DIRECTOR, VERITY ANALYTICS

JUL 15, 2023

ot


https://lims.tagleaf.com/login?affiliate=verity-analytics

VA/SOP-900.01: TERPENOID TESTING WITH GC-FID // JUL 14, 2023

ANALYTE

TOTAL TERPENES
B-CARYOPHYLLENE
D-LIMONENE
CIS-NEROLIDOL
a-HUMULENE
B-MYRCENE
(-)-a-BISABOLOL
(-)-B-PINENE
LINALOOL
(-)-1ISOPULEGOL
1,8-CINEOLE
a-PINENE

O OO0 O = =N\

AMT

.1880 %
3460 %
2512 %
0089 %
9436 %
8705 %
4087 %
2138 %
L1453 %
ND
ND
ND

71

.880
23.
12.
10.

.087

=N b 0

453

AMT

mg/g
mg/g
mg/g
mg/g
mg/g
mg/g
mg/g
mg/g
mg/g

ND

ND

ND

460
512
089
436
705

138

164.
155.

82.
226.
163.

277.

7

LOD/LOQ (pg/g)

7397/493.7163
7271/466.7864
0646/245.9605
9120/680.4309
5548/490.1257

5404/833.0341

.9569/215.4399

PASS/FAIL

REGULATORY COMPLIANCE TESTING

ANALYTE

a-TERPINENE
CAMPHENE

CARYOPHYLLENE OXIDE

CIS-B-OCIMENE
A3-CARENE
Yy-TERPINENE
GERANIOL

GUAIOL
P-CYMENE
TERPINOLENE
TRANS-B-OCIMENE
TRANS-NEROLIDOL

VA/SOP-610.01: RESIDUAL PESTICIDES TESTING WITH GC-MS // JUL 15, 2023

ANALYTE

CHLORDANE
CHLORDANE CIS

CHLORDANE TRANS

LIMI

T

Any amt

AMT (ug/g)

ND
ND
ND

LOD/LOQ (pg/g)

0.0010/0.0800
0.0010/0.0800

PASS/FAIL

PASS

ANALYTE

CHLORFENAPYR
PENTACHLORONI-
TROBENZENE

VA/SOP-600.02: RESIDUAL PESTICIDES TESTING WITH LC-MS // JUL 14, 2023

ANALYTE

ABAMECTIN
ACEPHATE
ACEQUINOCYL
ACETAMIPRID
ALDICARB
a-CYFLUTHRIN
a-CYPERMETHRIN
AZOXYSTROBIN
B-CYFLUTHRIN
B-CYPERMETHRIN
BIFENAZATE
BIFENTHRIN
BOSCALID
CAPTAN
CARBARYL
CARBOFURAN
CHLORANTRANIL-
IPROLE
CHLORPYRIFOS
CLOFENTEZINE
COUMAPHOS
CYFLUTHRIN
CYPERMETHRIN
DAMINOZIDE
DIAZINON
DICHLORVOS
DIMETHOATE
DIMETHOMORPH
ETHOPROPHOS
ETOFENPROX
ETOXAZOLE
FENHEXAMID
FENOXYCARB
FENPYROXIMATE
FIPRONIL
FLONICAMID
FLUDIOXONIL
HEXYTHIAZOX

LIMIT

0.1 pg/g
0.1 pg/g
0.1 pg/g
0.1 ug/g
Any amt

0.1 pg/g

0.1 ug/g

3 pg/g
0.1 ug/g
0.7 pg/g
0.5 pg/g
Any amt
10 pg/g
Any amt
0.1 ug/g
Any amt

2 pg/g

1ug/g
Any amt
0.1 ug/g
Any amt
Any amt

2 ug/g
Any amt
Any amt
0.1 pg/g
0.1 ug/g
Any amt
0.1 ug/g
Any amt
0.1 ug/g
0.1 pg/g
0.1 pg/g

AMT (ug/g)

ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND

ND

ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND
ND

L

OO0 O O O 0000000000 OoOO0oOO0oOOoOOo

O O OO0 00000000 oo o

0D/LOQ (pg/g)

.0178/0.0538
.0174/0.0527
.0253/0.0767
.0057/0.0173
.0245/0.0742
.0499/0.1512
.0145/0.0439
.0070/0.0212
.0683/0.2069
.0301/0.0913
.0073/0.0222
.0135/0.0409
.0092/0.0279
.0019/0.0057
.0064/0.0194
.0058/0.0175

.0099/0.0299

.0143/0.0434
.0134/0.0405
.0177/0.0536

.0203/0.0615
.0093/0.0283
.0114/0.0345
.0083/0.0251
.0156/0.0472
.0094/0.0285
.0080/0.0242
.0073/0.0222
.0215/0.0653
.0098/0.0298
.0111/0.0337
.0113/0.0342
.0092/0.0278
.0297/0.0900
.0076/0.0230

PASS/FAIL

PASS
PASS
PASS
PASS
PASS

PASS

PASS
PASS
PASS
PASS
PASS
PASS

PASS

PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS

ANALYTE

IMAZALIL
IMIDACLOPRID
KRESOXIM-
METHYL
MALATHION
METALAXYL
METHIOCARB
METHOMYL

METHYL PARATHION

MEVINPHOS
MYCLOBUTANIL
NALED

OXAMYL
PACLOBUTRAZOL
PERMETHRIN
PHOSMET
PIPERONYLBUTO-
XIDE
PRALLETHRIN
PROPICONAZOLE
PROPOXUR
PYRETHRINS

PYRETHRINS PYRETHRIN |
PYRETHRINS PYRETHRIN II

PYRIDABEN
SPINETORAM
SPINETORAM ]
SPINETORAM L
SPINOSAD
SPINOSAD A
SPINOSAD D
SPIROMESIFEN
SPIROTETRAMAT
SPIROXAMINE
TEBUCONAZOLE
THIACLOPRID
THIAMETHOXAM
TRIFLOXYSTROB-
IN

AMT AMT LOD/LOQ (pg/g) PASS/FAIL
ND ND 137.3250/411.1311
ND ND 103.9138/312.3878
ND ND
ND ND
ND ND 130.3052/391.3824
ND ND 85.6014/256.7325
ND ND  1072.7110/3219.0305
ND ND 109.3896/328.5458
ND ND 113.9677/341.1131
ND ND 211.9210/635.5476
ND ND
ND ND 78.4022/235.1885
LIMIT  AMT (pg/g) LOD/LOQ (ug/g) PASS/FAIL
Any amt ND 0.0023/0.0820 PASS
0.1 pg/g ND 0.0017/0.0800 PASS
LIMIT AMT (pg/g) LOD/LOQ (pg/g) PASS/FAIL
Any amt ND 0.0115/0.0349 PASS
5 uglg ND 0.0157/0.0476 PASS
0.1 pg/g ND 0.0174/0.0527 PASS
0.5 pg/g ND 0.0086/0.0262 PASS
2 pglg ND 0.0081/0.0244 PASS
Any amt ND 0.0077/0.0233 PASS
1 ug/g ND 0.0062/0.0186 PASS
Any amt ND 0.0066/0.0198 PASS
Any amt ND 0.0071/0.0216 PASS
0.1 pg/g ND 0.0103/0.0312 PASS
0.1 pg/g ND 0.0104/0.0316 PASS
0.5 ug/g ND 0.0108/0.0326 PASS
Any amt ND 0.0092/0.0277 PASS
0.5 ug/g ND 0.0135/0.0407 PASS
0.1 pg/g ND 0.0089/0.0271 PASS
3 ug/g ND 0.0109/0.0331 PASS
0.1 pg/g ND 0.0225/0.0683 PASS
0.1 ug/g ND 0.0141/0.0427 PASS
Any amt ND 0.0057/0.0173 PASS
0.5 ug/g ND PASS
ND 0.0316/0.0958
ND 0.0433/0.1310
0.1 pg/g ND 0.0069/0.0210 PASS
0.1 pg/g ND PASS
ND 0.0162/0.0491
ND 0.0180/0.0546
0.1 pg/g ND PASS
ND 0.0109/0.0330
ND 0.0237/0.0717
0.1 pg/g ND 0.0124/0.0376 PASS
0.1 pg/g ND 0.0077/0.0235 PASS
Any amt ND 0.0064/0.0194 PASS
0.1 pg/g ND 0.0132/0.0399 PASS
Any amt ND 0.0087/0.0264 PASS
5 uglg ND 0.0104/0.0316 PASS
0.1 pg/g ND 0.0205/0.0622 PASS
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REGULATORY COMPLIANCE TESTING

VA/SOP-1000.01: MICROBIAL TESTING WITH PATHOGENDX // JUL 14, 2023

ANALYTE

ASPERGILLUS FLAVUS

LIMIT AMT (CFU)

Any amt in 1 gram

ASPERGILLUS FUMIGATUS Any amt in 1 gram

ASPERGILLUS NIGER

VA/SOP-600.02: MYCOTOXINS TESTING WITH LC-MS // JUL 14, 2023

ANALYTE LIMIT AMT (pg/kg)
AFLATOXIN B1 ND
AFLATOXIN B2 ND
AFLATOXIN G1 ND

VA/SOP-700.01: HEAVY METALS TESTING WITH ICP-MS // JUL 14, 2023

ANALYTE LIMIT AMT (pg/g)
ARSENIC 0.2 ug/g ND
CADMIUM 0.2 ug/g ND

Any amt in 1 gram

ND
ND
ND

LOD/LOQ (ug/kg)

1.5537/4.7175
2.0057/6.0452
2.6554/8.0509

LOD/LOQ (pg/g)

0.04797/0.145
0.01663/0.050

84
29

PASS/FAIL

PASS
PASS
PASS

PASS/FAIL

PASS/FAIL

PASS
PASS

VA/SOP-190.01: FOREIGN MATERIAL INSPECTION WITH MICROSCOPE // JUL 14, 2023

ANALYTE

IMBEDDED FOREIGN MATERIAL

LIMIT AMT (%) PASS/FAIL

25 %

INSECT FRAGMENTS, HAIR, MAMMAL EXCREMENT 1 Unit

VA/SOP-800.01: RESIDUAL SOLVENTS TESTING WITH GC-MS // JUL 14,

ANALYTE LIMIT AMT (pg/g)
1,2-

DICHLOROETHANE 1 ue’e ND
ACETONE 5000 pg/g ND
ACETONITRILE 410 pg/g ND
BENZENE 1ug/g ND
BUTANE 5000 pg/g ND
CHLOROFORM 1ug/g ND
ETHANOL 5000 pg/g ND
ETHYL ACETATE 5000 pg/g ND
ETHYLENE OXIDE 1 ug/g ND
ETHYL ETHER 5000 pg/g ND
HEPTANE 5000 pg/g ND

LoD/LOQ (

2.5194/8.

204.8450/650.
182.3643/650.
2.5194/8.
196.2597/650.
2.7907/10.
188.9729/650.
144.0504/520.
3.8178/13.
202.0155/650.
169.8062/520.

ND
ND

ug’g)

3333

2907
2907
3333
2907
3973
2907
2229
0039
2907
2229

PASS
PASS

PASS/FAIL

PASS

PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS
PASS

ANALYTE LIMIT AMT (CFU)
ASPERGILLUS TERREUS Any amt in 1 gram ND
SALMONELLA SPP. Any amt in 1 gram ND
SHIGA TOXIN-PRODUCING E. COLI Any amt in 1 gram ND
ANALYTE LIMIT AMT (pg/kg) LOD/LOQ (pg/kg)
AFLATOXIN G2 ND 1.9774/5.9605
AFLATOXINS 20 pg/kg ND
OCHRATOXIN A 20 pg/kg ND 5.6780/17.2034
ANALYTE LIMIT AMT (pg/g) LOD/LOQ (pg/g)
LEAD 0.5 pg/g ND 0.03056/0.09207
MERCURY 0.1 pg/g ND 0.02089/0.06267
ANALYTE LIMIT AMT (%)
MOLD 25 % ND
SAND, SOIL, CINDERS, DIRT 25 % ND
2023
ANALYTE LIMIT AMT (pg/g) LOD/LOQ (pg/g)
HEXANE 290 pg/g ND 176.8023/650.2907
ISOPROPYL ALCOHOL 5000 pg/g ND 187.1512/650.2907
METHANOL 3000 pg/g ND 140.5426/520.2229
METHYLENE CHLORIDE 1 pg/g ND 3.7985/13.0039
PENTANE 5000 pg/g ND 244.0892/812.8488
PROPANE 5000 pg/g ND 246.7442/812.8488
TOLUENE 890 pg/g ND 147.0736/520.2229
TRICHLOROETHY-

1 / ND 2. /8.
LENE ug/g 6938/8.3333
O-XYLENE ND 74.1667/259.6899
P- AND M-XYLENE ND 77.0155/259.6899
TOTAL XYLENES 2170 pg/g ND

PASS/FAIL

PASS
PASS
PASS

PASS/FAIL

PASS
PASS

PASS/FAIL

PASS
PASS

PASS/FAIL

PASS
PASS

PASS/FAIL

PASS
PASS
PASS
PASS
PASS
PASS
PASS

PASS

PASS
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